
ARCS RESET Audit Out Record

RESET-SV0508 Site:Darwin 8/11/2005

Location System Part No. Serial No. Config. Version 
/ Cal Factor Cal Date. Other (property#, notes, etc.)

TRH HMP45D W0120011 1 9/7/2004
WND1 05106/08234 49706/76833 0.09656  0.35 9/7/2004
WND2 05106/08234 49704/76815 0.09656  0.42 9/7/2004

Barometer PTB201A V0440001 1 8/9/2005
ORG ORG-815-DA 2030210 1 9/7/2004

DAQ MET CR23-X 5964 2-Sep-04 10/15/2003

NET REBS Q*7.1 gone gone gone
PSP PSP 31283F6 8.393 x 10-6 6/20/2005
PIR PIR 33058F3 see other 2/14/2005 k0 -11.81 k1 .25645 k2 1.019 k3 -2.474
IRT KT 19 85 nr864 25   -40 8/5/2005

DAQ GND CR23X 5966 9-Aug-05 10/15/2003

PSPG PSP 31285F3 8.1777x10-6 6/20/2005
PIRD1 PIR 31389F3 see other 2/14/2005

0 0 0 6 5 008 869 3
E18

MFRSR MFR7-HEAD 430 n/a not known
IRT KT 19.85 867 25.0 / 213.2 7/22/2003 WD17516
TRK KZ 10189 n/a not known WD33300
NIP NIP 31875E6 8.4442 x 10-6 6/20/2005

PSPD PSP(8-48) 33387 9.006 x 10-6 6/20/2005
PIRD2 PIR 31391F3 see other 2/14/2005 -7.32 K0 .26076 K1 1.008 K2 -2.786 K3 

DAQ SKY CR23-X 5972 5-Aug-05 10/15/2003

CEIL CT25K R0850006 n/a 9/7/2004
CEIL Cmptr ThinkPad600 78-FY330 n/a n/a

MWR MWR 17 n/a 9/7/2004
MWR Cmptr GX270 see WD# n/a n/a LANL1152834

AERI Darwin 8 none none
GPS AT504 10839ASV n/a n/a

CIMEL 1544 - 123CSIRO JKG036 none none very hard to read Type and S/N
TSI TSI-660 105 n/a none WD30880

TSI Cmptr GX270 see WD# n/a none WD46255
GPS/Antenna/Met 

System
4590501 / 412249-
00DC4346 / 05106

12578456 / 18424  
& 72578 n/a not known

Auditor: Bill Porch
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MPL MPL 403 n/a not known
MPL Computr GX270 WD45425

MPL Laser Diode 7300-L3 3008 old
MMCR TWT Amp WD24369

MMCR
up-down 

converter/system control 1562 / 10971 n/a n/a WD24278  up-down

MMCR receiver - modulator WD33264

MMCR interface WD33266

MMCR Computer WD33265

MMCR DMS WD27446
Van Environment 

Computer GX270 GX270 J638Q71

AERI AERI - Darwin 8 none none
AERI Interferometer 433J6 n/a n/a

FAX Machine (Land) HPvector PC SG11570361 n/a n/a
Obsrvr Cmptr none none n/a n/a

EMWIN none none n/a n/a

SAM / GOES Laptop ThinkPad600 78-GZ738 n/a n/a LANL767070Sate te
Phone(Outfitters) QUFC911925 R2K none n/a n/a
Loggernet Cmptr GX270 WD42290

PIR PIR 31300F3 see other 2/14/2005 -8.08 k0 .29944 k1 1.012 k2 -4.301 k3
NIP NIP 31352 8.1449 2/14/2005
PSP PSP 31278 8.549 6/20/2005

PSP(8-48) PSP(8-48) 33575 9.2712 6/20/2005
Ventillator (for 

RADS) V6 
V6528-12      
V6532-12 n/a n/a

2 total other 3 shipped to Nauru for 
SV0409Ncal

ORG ORG-B15-DA 800159 n/a not known
TRH Sensor HMP45D S4930004 n/a 7/30/2004
TRH Sensor HMP45D W4630003 n/a 5/5/2004

pressure transmitter PTB220BAA1A1 Y1330002 n/a Mar-03
IRT KT19.85 865 n/a 9/7/2004 WD17514

anemometer 05106 28399/55531 0.09635 0.30 2/21/2003

E-VAN

I-VAN

D-VAN

Spares
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Tracker INTRA Brusag n/a repaired 2003
Tracker INTRA Brusag n/a repaired 2003

Anemometer drive 18801 1 and 2 n/a 2/4/1997
Vane angle bracket 18212 OMS 12001469 n/a n/a

volt/ohm meter Agilent 34401A US36051415 n/a 8/12/2004Voltage Source 
(Valhalla) 2707A 26-1348 n/a 3/1/2001

digital barometer PTB220A X130003 n/a 1/9/2004precision 
thermometer YSI4600 03H103078 6/29/2005
T/RH Vaisala HMI41 - HMP41

Y1220014/Y163000
02 1 6/29/2005

ORG calibrator TST-800 46 n/a 3/4/002
ORG calibrator TST-800 4120049 n/a 3/4/002

Portable Blackbody 1000 CS454 AND CS453 n/a not known
Fluke Multimeters 8842A

6265258 and 
6750251 n/a 2/28/2002

TRH Aspirator Young 43440 2ea (1 spare) n/a n/a
Vane Alignment Rod 18301 OMS12002485 n/a n/aa e o que

Guages 18331 2 each n/a not known OMS12001471

OTHER

Cal 
Equipment

Audit Out Philosophy 
 
1. Check the part number and correct if necessary.  Enter serial number for all instruments.  They can be found on the 

OMS label or the instrument.  Sometimes the label (OMS or manufacturer) is in a non-obvious or hard to see location, 
so you may have to search it out).  An agency property number is also needed, and should be noted in the “OTHER” 
column.  This is important if the serial number can’t be found. 

2. Record the final configurations of instruments as applicable (i.e. Loggers, BBSS).  This may be a file, filename or 
printout. 

3. Inventory spares (instruments, not supplies) in the storage or ARCS vans.  Be sure to include non-instrument items 
deemed necessary to track; use your best RESET judgement.  Use the part numbers on the items, or from the form; 
include serial number and location. 

4. Enter the part number, model number (e.g. IBM 380XD), and serial number from equipment  that is associated with 
listed instruments (e.g. the MWR computer).  Use the ‘OTHER’ rows if necessary.  You may also enter the agency 
property number if no other identification can be found.  This information should be entered in the OTHER column for 
the associated instrument. 
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